Introduction
Potentiostat is a device which can input predetermined voltage/current signals that generate outputs with an electron-related behavior needed to study redox reactions [1] . The potentiostat also relies on a feedback loop usually implemented with advanced electronic components to accurately control and condition electrical potential differences obtained from sensors to ensure reliable information at the output.
Before the invention of computers to control voltage and/or current, it was challenging to obtain a signal processing in electrochemical instrumentation. Indeed, modern electroanalytical chemistry started with the invention of polarography in the 1920s [2] ; since then, the electrochemical instrumentation has been pushing forward according to progress achieved in electronics (Moore's law) and information technology (Internet of Things). Incorporation of electrochemical sensors continues to gain a presence in research efforts to develop technology in different application fields such as Lab-on-a-chip devices or centrifugal microfluidic platforms [3] ; indeed, these microfluidic platforms have proved to be very convenient for clinical diagnosis of glucose and cancer cell detection issues [4] [5] [6] .
Point of Care Technology (POCT) devices make possible to obtain sample measurements of patients under a large distance. This technology offers features such as shortening the sample analysis periods, reducing the size of the final device reaching portability. Thus, it is possible to implant POCT devices in humans for continuous monitoring purposes [7, 8] .
Trends in microelectrode fabrication, microfluidics, and microelectronic systems have resulted in both challenges: in the design/development of potentiostats and significant advances in the capabilities of them to collect data at the transient that take place at different time constants associated to different phenomena.
The lack of the information about the circuitry is one of the most important disadvantages present in commercially supplied potentiostats [9] [10] [11] [12] . This information related to electrochemical detection is necessary to manipulate certain variables like the voltage waveforms. Thus, experimentalists have to adapt the methodologies under development to the available potentiostats in the market; likewise, the lack of this information results in different kinds of problems to develop new measurement approaches for the need for highly customized and flexible electrochemical instruments for hardware and software.
This study had proposed a highly customizable and flexible platform consisting of the electronic circuits and the software to drive redox reactions. In addition, it is presented in the study a welldescription and characterization on the potentiostat system, which it is necessary for making possible the availability of technological devices [9] [10] [11] [12] [13] . Figure 1 shows a possible solution to have a highly customized potentiostat system for applications like Lab-on-a-System, wearable monitoring systems, and POCT. The idea is to have an embedded system small enough to meet the application requirements. In this case, the Programmable System on a Chip (PSoC) and the Programmable Radio on a Chip (PRoC) have shown their worth [14] [15] [16] . The interface system uses LabVIEW in a computer to deal with the user with a versatile graphical environment [17] [18] [19] [20] [21] . The communications between computer and PSoC is wireless. The scalability of the system takes place using pattern designs at the software level. Furthermore, it is presented in this work a flexible and integral methodology that includes the characterization and calibration of the potentiostat, thus the electronics of the device were tested by performing three electrochemical techniques and its analysis of errors. This methodology allows for the reconfiguration of the device to execute different electrochemical techniques allowing a correct functioning of the equipment.
Background
A potentiostat by itself just controls the potential in an electrochemical cell, and more electronic components are necessary to get more information about the electrochemical phenomenon [22] [23] . The Digital to Analog Converter (DAC) provides the control signal for the potentiostat. The current measurement circuit reads the electrons flow of the reactions. The Analog to Digital Converter (ADC) turns the analog current values in digital. Thus, the basic potentiostat system defines the performance of the entire instrument. The prototype implementation and architecture of the digital peripherals and analog circuitry of the PSoC is possible to observe in detail into the supplementary materials of this study.
The function generator can give the waveform values in an analog or digital way. However, a computer generates the digital signals most of the time. Also, the recorder system has to handle digital values because it is the easiest way to save data. The display system can be any device capable of showing information. Though, one of the fastest is a screen. Hence, all these components and the basic potentiostat system let us have a complete device to perform electrochemical experiments.
Materials and Methods

Electrochemical equipment
The EPS uses two kits as it is shown on figure 5 from Cypress Semiconductors: CY8CKIT-059 and CY8CKIT-042-BLE, the CY8CKIT-059 kit has the chip CY8C5888LTI-LP097; the CY8CKIT-042-BLE kit has four devices, but the prototype just needs the PRoC and the USB dongle. The measurements of the EPS are compared to a commercial potentiostat system (CH Instruments, model 700E). The EPS was operated to recording 2000 data per second which is the maximum samples that the equipment can measure. The three cables on figure 2 at the bottom right part of the protoboard were connected to the three electrodes of the electrochemical cell. 
Analyte, Electrolyte and Electrodes
All experiments were performed on a volume of 50 mL of potassium ferricyanide [ ( ) ]; this analyte is common to use to test potentiostats [11, 24 -26] , since its kinetics is well known, and it describes an electrochemical reversible behavior [22, 27, 28] . Ferricyanide can be reduced to ferrocyanide as equation 1 shows; the backward direction of the reaction corresponds to the ferrocyanide oxidation to ferricyanide as equation 2 describes. 
Experimental Design
The electrochemical techniques used in the EPS are LSV, CV, and DSC. Before to do a comparison of the commercial potentiostat with the EPS, the WE were cleaned by immerse it in 0.1 M of HNO3
(sigma aldrich) for approximately 10 minutes, later the WE was rinsing with distilled water; after that, the WE received an electrochemical pretreatment to activate its surface by running a sequence of different scan rates of CV and by using 0.1M of HCl (sigma aldrich); The CV sequences of the activation surface is shown on table I. The process of surface activation is initiating with a high scan rate (500 mV/s) and through lower scan rates until reach a scan rate of (50 mV/s). In the process of the surface activation, all CVs were done on the windows of scan potentials of (-0.15 to 0.65) V vs Ag/AgCl where the initial voltage was set at 0.25V vs Ag/AgCl. Likewise, the number per cycles of each sequence of CV is higher (50 cycles) at the highest scan rate and it decreases at lower scan rates until reach (5 cycles). All experiments were carried out at room temperature ~25 o C and the potential recorded were against the Ag/AgCl saturated.
The Randles-Sevcik equation presented below relates the scan rate, the molecular diffusion and bulk concentration of the analyte with the current peak from a CV or LSV experiments [28, 29] .
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Here, is the maximum current (A), is the number of electrons per mole oxidized or reduced, is de diffusion coefficient (cm 2 /s), is the scan rate of the CV or LSV (V/s), is the working electrode area (cm 2 ), and is the bulk concentration of the oxidized or reduced specie (mol cm -
3 ). Table II shows the parameters of the Randles-Sevcik equation and the current peaks of the two concentrations tested in an ideal Nernstian reversible system and under the assumption of semiinfinite linear diffusion. Randles-Sevcik Current Peak 5.11 µA 51.1 µA
The setup condition for each experiment has been related to the number of the experimental conditions. The conditions rely on the previous investigation where similar values were used [9, 13] .
The only changes between conditions were the scan rate value. Hence, conditions allow us to evaluate the EPS at different currents magnitudes and scan rates. In addition, a comparison was done of the EPS signal with a commercial potentiostat. Table III describes the setup parameters for the conditions tested on CVs. Electrolyte support concentration 0.5 M KCl Table IV describes the conditions for the DSC experiments. The small changes between the first and the last step allow us to explore the changes in the current measurements on the prototype and it can be related to the lowest limit of detection on the device. The pulse width was set to 62 seconds since at that time the current measurement reaches the steady-state response. The last step
is practically the open circuit potential of 0.308 V for 1 mM K₃[Fe(CN)₆] in Table 3 .
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Results and Discussion
Results of the experimental conditions in tables III, IV and V are in the graphs from Figure 3 to Figure   5 . In the LSV and CV, the voltage values are versus the RE, and it is indicated as EREF on the abscissa axis. All electrochemical experiments follow the sign convention used on the commercial potentiostat (chemistry convention); therefore, the peak currents observed on CVs in figure 3 with negative magnitude, correspond to the oxidation in the equation 2; contrary, the positive magnitude of the current corresponds to a reduction in the equation 1. A minor discrepancy on the signal of the prototype occurred at high currents; however, the results from the prototype are close to the commercial potentiostat in most of the graphs when it is considered a proper range to work for the prototype. A minor drawback of the potentiostat prototype is the filter; this capacitor introduces a shift phase, and it is possible to been observed when the scan rate is fast as Figure 3 In figure 4 , it is shown different DSCs at different first step potentials described in Table IV . In figure 4 (A and B) , the initial step corresponds to the oxidation, and on the second step it is shown a reduction; contrary, in figures 4(C, D, and E) the process has been inverted.
In figures 4(B and C), the current recorded at longer times describes more evidently an oscillation when the system is close to reach a relaxed response; This oscillation can be related to the perturbation step signal, which was very close to the open circuit potential; as a result, in figures 4(B and C), the ratio of the peak currents divided by the current measured at the steady-state provides a less abrupt ratio compared when the system is under a large perturbation signal of a given step of potential. In figure 5 , it is shown LSV experiments described in table V. In figures 5(A, C, and E), it is shown LSV under a cathodic scan and corresponds to a reduction; on the other hand, in figures 5(B, D, and F), it is shown the anodic direction on the LSV associated with an oxidation. A little discrepancy of the phase response was observed at the maximum scan rate of 500 mV/s for the cathodic and anodic directions with respect to the commercial potentiostat response; The little difference can be associated with the same signal observed at the highest scan rate of the CV experiment. 
Preprints
Preprints (www.preprints.org) | NOT PEER-REVIEWED | Posted
Analysis of Results
An error analysis will show the differences between both devices for each experiment quantitatively. 
Highest Error = 3σ + Mean Error
The previous equations do not have any reference to describe the error and with this peculiarity, it cannot be clear how bad is that error. Thus, the full scale will be the reference with a value according to the peak to peak amplitude of the Redox current signal from the commercial potentiostat. The
Mean Error Percent (MEP) describes how big the mean error is against the peak to peak amplitude as equation 7 illustrates. The Highest Error Percent (HEP) describes how big this highest error is against the peak to peak amplitude as equation 8 shows. Hence, these indicators will describe the error of the prototype measurements with a solid reference.
Mean Error Percent = * 100 (7)
Highest Error Percent = * 100 (8) It is shown in Table VI the most relevant indicators for the error analysis. The MEP describes the error percent to expect in given measure. The HEP describes maximum error percent to expect in an electrochemical trial. The CV errors are higher than those from the DSC, and that can come from two factors: the full scale and the scan rate. However, it is difficult to know which of both has more weight because they are related. The experimental conditions 6 and 7 allow knowing the resolution of the equipment that can be related to the Lower Limit of Detection (LLD), thus in these trials the prototype measured the smallest signal value. From the conditions 6 and 7, it is possible to calculate the 5% of the mean error.
Therefore, its values reflex the LLD to have an expected accuracy of 95% in the measurements compared with the commercial potentiostat. With that criterion, "the prototype can handle currents above 86.44 nA and below of -86.44 nA", as Table VII shows to have an accuracy above of the 95%. To obtain the Higher Limit of Detection (HLD) an additional experiment was carried out at the experimental conditions described in Table VIII (condition 16) and it is presented in figure 6.
Table VIII: Condition to explore the highest limit of detection.
Conditions 16
Scan Rate Table IX shows the electrochemical conditions where the response signal of the prototype is congruent with the commercial potentiostat. This table is a summary of the experiments to appreciate the capacity of the EPS. The concentration used provides information about the voltage and the current range of the electrochemical techniques studied. In addition, the study provides a guide to test the scan rate and the range of the sample per second on the EPS.
Conclusions
Out of the ranges of Table IX, Table IX and the bias current at the inverting input establishes the minimum current to read in the device. The power consumption provides a clear idea of the battery requirements. [40] , and the concentration can go from 2 to 22 mM in humans [31] . The biosensor has a sensitivity of 2.47 µA/(mM cm 2 ). In addition, the output current range of the biosensor with a fixed area of 2 mm x 2 mm is of 0.62 to 1.98 µA. Hence, this prototype can handle that sensor because the EPS input current is wider than the biosensor output.
Apetrei. et. al. developed a sensor with a sensitivity of 37.1 nA/µM with an area of 0.867 cm 2 in a linear range of 1-300 µM to detect melatonin [32] . With the EPS it is possible to detect melatonin in a concentration of 43 µM, since the detection range is around 2.5-80.0 µM.
Other works have developed sensors with a sensitivity of 35 mA/(M cm 2 ) for H2O2 [33] [34] [35] . In an amount of 10-200 µM, it can provoke a senescence-like state if a human cell gets in contact with it [35] . Thus, in a fixed area of 7.2mm x 7.2mm it is possible to detect it in a range of 5-165 µM with the EPS.
Jaiswal et. al. developed a biosensor for the determination of nitrite (NO2 -) [36] . In that study, they found two linear ranges of 0.1 to 1 µM and 1 to 1000 µM having two different sensitivities of 1.25 µA/(µM cm 2 ) and 0.005 µA/(µM cm 2 ), respectively. As a result, the EPS can be useful in the detection of nitrite in a range of 0.1 to 833 µM with an electrode area of 0.72 cm^2 and by considering the two slopes in this range.
Furthermore, the EPS can accomplish suitable features such as being a compact device, have a low power consumption, economically affordable (~$100 USD), flexible for being programmed according to with the required necessity, suitable for being integrated over system-on-a-chip platforms, it provides accuracy in the range of measured currents. In addition, since there is a setup of slavemaster on the EPS, then it becomes attractive to use this technology to install a network of different EPS to transmit via wireless communication the sensing data to the Potentiostat User Interface System (PUIS).
Finally, in table XIII and XIV it is shown a comparison of different compact potentiostats that has been studied to visualize their parameters to the parameters that can offer the EPS studied. 
